Blood inflow into intra-arterial catheters following injection of contrast medium.
Inflow of blood into intra-arterial catheters following injection of contrast medium into the common carotid artery in patients and into the aorta in dogs is investigated. Influence of form and orientation of the catheter in the vessel and the effect of constant flushing are determined as well.